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ACTIVE® Aldosterone RIA
Instruction for use in local language is available at beckmancoulter.com/techdocs..
REVISION HISTORY.
Previous version: Current version:
PI-DSL8600-04 IFU-DSL8600-01
— IVDR requirements incorporated
Chapter INTENDED USE removed Chapter INTENDED PURPOSE added
— Chapter APPENDIX:

Interference data added

DSL8600

FOR PROFESSIONAL USE ONLY

INTENDED PURPOSE
ACTIVE®Aldosterone RIA is an in vitro diagnostic manual medical device intended to be used by healthcare professionals for the quantitative
measurement of aldosterone in human serum, plasma or urine. Measurement of aldosterone is intended to be used as an aid in diagnosis
and differential diagnosis of primary and secondary hyperaldosteronism and hypoaldosteronism in general population [1, 2].

PRINCIPLE
The radioimmunoassay of aldosterone is a competition assay. Samples and calibrators are incubated with 125I-labeled aldosterone, as a
tracer, in polyclonal antibody-coated tubes. After incubation, the contents of the tubes are aspirated so as to remove unbound 125I-labeled
tracer. The bound radioactivity is then determined in a gamma counter. The aldosterone concentrations in the samples are obtained by
interpolation from the standard curve. The concentration of aldosterone in the samples is indirectly proportional to the radioactivity.

WARNING AND PRECAUTIONS
General remarks:
• The vials with calibrators and controls should be opened as shortly as possible to avoid excessive evaporation.
• Do not mix the reagents from kits of different lots.
• A standard curve must be established with each assay.
• It is recommended to perform the assay in duplicate.
• Each tube must be used only once.

Basic rules of radiation safety
The purchase, possession, utilization, and transfer of radioactive material are subject to the regulations of the country of use. Adherence to
the basic rules of radiation safety should provide adequate protection:
• No eating, drinking, smoking or application of cosmetics should be carried out in the presence of radioactive materials.
• No pipetting of radioactive solutions by mouth.
• Avoid all contact with radioactive materials by using gloves and laboratory overalls.
• All manipulation of radioactive substances should be done in an appropriate place, distant from corridors and other busy places.
• Radioactive materials should be stored in the container provided in a designated area.
• A record of receipt and storage of all radioactive products should be kept up to date.
• Laboratory equipment and glassware which are subject to contamination should be segregated to prevent cross-contamination of

different radioisotopes.
• Each case of radioactive contamination or loss of radioactive material should be resolved according to established procedures.
• Radioactive waste should be handled according to the rules established in the country of use.

Sodium azide
Some reagents contain sodium azide as a preservative. Sodium azide can react with lead, copper or brass to form explosive metal azides.
Sodium azide disposal must be in accordance with appropriate local regulations.
Materials of human origin
The materials of human origin, contained in this kit, were found negative for the presence of antibodies to HIV 1 and HIV 2, antibodies to
HCV, as well as of Hepatitis B surface antigen (HBsAg). However, they should be handled as if capable of transmitting disease. No known
test method can offer total assurance that no virus is present. Handle this kit with all necessary precautions.
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All patient specimens should be handled as potentially infectious and waste should be discarded according to the country rules.

GHS HAZARD CLASSIFICATION
Tracer WARNING

H315 Causes skin irritation.
H319 Causes serious eye irritation.
P280 Wear protective gloves, protective clothing

and eye/face protection.
P337+P313 If eye irritation persists: Get medical

advice/attention.
Acetic Acid 1 - 3%

Safety Data Sheet is available at beckmancoulter.com/techdocs

SPECIMEN COLLECTION, PROCESSING, STORAGE AND DILUTION
Serum or EDTA plasma or urine are the recommended sample types.
Diuretics, antihypertensive drugs, cyclic progestogens, estrogens, and licorice should be terminated for at least two weeks, and preferably
four weeks, prior to testing. Sample donors should be on a normal sodium diet for 2-4 weeks (approximately 135 mEq or 3 g of sodium per
day).
Serum and plasma
• It is necessary to specify the patient's position during specimen collection. A supine sample should be drawn in the early morning

before the subject arises, if feasible. If an upright sample is indicated, the subject should be upright for ≥2 hours prior to sampling.
• Allow serum samples to clot completely before centrifugation.
• Serum and plasma samples may be stored at 2-8°C, if the assay is to be performed within 24 hours. For longer storage keep frozen

(at < -20°C, 2 years maximum), after aliquoting so as to avoid repeated freezing and thawing. Thawing of sample should be performed
at room temperature.

• If samples have concentrations greater than the highest calibrator, they must be diluted in zero calibrator.
Serum and EDTA plasma values for 56 samples (serum values ranging from 34.7 to 275 pg/mL) were compared using the DSL8600
Aldosterone RIA kit. Results are as follows:
[EDTA-plasma] = 1.0493 [serum] + 10.331
R = 0.9746
Urine
• The total volume of urine excreted during a 24-hour period should be collected and mixed in a single container. Add 1 g of boric acid

per 100 mL of urine to serve as a preservative. The preserved urine may be stored at 2-8°C for seven days. Urine may be stored in
aliquots at < -20°C for up to one month. Thawing of sample should be performed at room temperature.
NOTE: Specimens should be stored at 2-8°C during collection period and total volume collected should be recorded.

• Aliquot a well-mixed sample to be used in the procedure.
• Add 1 mL of 0.2N HCl to 0.5 mL of the urine.
• Allow this solution to stand at room temperature (18-25°C), in the dark, for 14 to 24 hours.
• Dilute ten-fold by adding 450 µL of zero calibrator to 50 µL of the urine solution.
• Use 100 µL of this diluted urine solution in the normal assay procedure as outlined in the package insert.
• Correct results for volume and dilution as specified in the Results section.

MATERIALS PROVIDED
All reagents of the kit are stable until the expiry date indicated on the kit label, if stored at 2-8°C. Expiry dates printed on vial labels apply to
the long-term storage of components by the manufacturer only, prior to assembly of the kit. Do not take into account.
Storage conditions for reagents after reconstitution or dilution are indicated in paragraph Procedure.
Tubes: 2 x 50 (ready-to-use)
125I-Tracer: one 55 mL vial (ready-to-use)
At the time of manufacture, the vial contains 185 kBq of 125I-labeled aldosterone in buffer with proteins and sodium azide (<0.1%).
Calibrators: seven vials (lyophilized)
The calibrator vials contain from 0 to approximately 1,600 pg/mL (0 to approximately 4,448 pmol/L) of aldosterone in human serum and
sodium azide (<0.1%). The exact concentration is indicated on each vial label. The calibrators are traceable to an internal reference
standard.
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Zero calibrator may be ordered separately, too (REF. A98160 – 12 mL).
Control samples: two vials (lyophilized)
The vials contain aldosterone in human serum and sodium azide (<0.1%). The concentration range is indicated on a supplement. The
control samples are traceable to an internal reference standard.

MATERIALS REQUIRED, BUT NOT PROVIDED
In addition to standard laboratory equipment, the following items are required:
• Precision micropipette (50 µL and 100 µL).
• Semi-automatic pipette (500 µL).
• Vortex type mixer.
• Horizontal or orbital shaker.
• Aspiration system.
• A sponge rack or similar device for decantation.
• Absorbent material for blotting tubes.
• Gamma counter set for 125I.

PROCEDURE
Preparation of reagents
Let all the reagents come to room temperature.
Reconstitution of calibrators and control samples
The content of the vials is reconstituted with the volume of distilled water indicated on the label. Wait for 10 min following reconstitution and
mix gently to avoid foaming before dispensing. Store the reconstituted solutions at < -20°C until the expiry date of the kit.
Assay procedure

Step 1 Step 2 Step 3
Additions* Incubation Counting

To coated tubes add successively: Incubate 3 hours at 18-25°C with
shaking (≥180 rpm).

Aspirate or decant the content of tubes
(except of the 2 tubes «total cpm»), by

simultaneous inversion with a sponge rack
into a radioactive waste receptacle.

100 µL of calibrator, control or sample Strike tubes sharply and drain on
absorbent material for >2 minutes and

gently blot the tubes.
500 µL of tracer. Count bound cpm (B) and total cpm

(T) for 1 minute.
Mix rack gently by hand.

*Add 500 µL of tracer to 2 additional tubes to obtain «total cpm».

RESULTS
Results are obtained from the calibrator curve by interpolation. The curve serves for the determination of analyte concentrations in samples
measured at the same time as the calibrators.
Standard curve
The results in the quality control department were calculated using spline curve fit with logit of B/T or B/B0 on the vertical axis and log of
analyte concentration of the calibrators on the horizontal axis.
Other calculation methods may give slightly different results.

Total activity: 25,344 cpm
Calibrators Aldosterone (pg/mL) cpm (n=2) B/T (%) B/B0 (%)

0 0 9,465 37.3 100.0
1 25 8,627 34.0 91.2
2 50 7,357 29.0 77.6
3 100 5,899 23.3 62.3
4 250 4,125 16.3 43.6
5 800 2,300 9.08 24.3
6 1,600 1,324 5.22 14.0

(Example of standard curve, do not use for calculation)

Samples
For each sample, locate ratio B/T or B/B0 on the vertical axis and read off the corresponding analyte concentration on the horizontal axis.
For urine samples multiply result in pg/mL by 30 to obtain the aldosterone concentration in pg/mL of the original unextracted urine sample.
Divide this figure by 1000, then multiply by the total volume in liters to report the 24-hour aldosterone output in μg/day.
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To convert concentrations from pg/mL to pmol/L, multiply results by 2.78.

EXPECTED VALUES
We recommend each laboratory to establish its own reference values. The following values obtained from healthy subjects are indicative
only.
Serum

N Normal adult 2.5th - 97.5th percentile Mean Min-Max
23 Early Morning, Supine 68.0-173 pg/mL 118 pg/mL 49.3-175 pg/mL
35 Upright, 2 Hours 48.3-270 pg/mL 143 pg/mL 34.7-275 pg/mL

24-hour urine

N Normal adult Mean volume Mean Expected range
30 Urine 2,175 mL 11.81 μg/day 2.84- 33.99 μg/day

QUALITY CONTROL
Good laboratory practices imply that control samples be used regularly to ensure the quality of the results obtained. These samples must be
processed exactly in the same way as the assay samples, and it is recommended that their results be analyzed using appropriate statistical
methods.
Failure to obtain the appropriate values for controls may indicate imprecise manipulations, improper sample handling or deterioration of
reagents.
In case of packaging deterioration or if data obtained show some performance alteration, please contact your local distributor or use the
following e-mail address: imunochem@beckman.com
In the US, contact the Beckman Coulter technical support at 1-800-854-3633; or by email at: immunoassay@beckman.com
According to EU regulation 2017/746, any serious incident that has occurred in relation to the device shall be reported to the manufacturer
and the competent authority of EU Member State in which the user and/or patient is located.

PERFORMANCE CHARACTERISTICS
(For more details, see APPENDIX)
Representative data are provided for illustration only. Performance obtained in individual laboratories may vary.
Sensitivity
Analytical sensitivity: 7.64 pg/mL
Specificity
The antibody used in the immunoassay is highly specific for aldosterone. Low cross reactivities were obtained with several related molecules
(corticosterone, 18-OH corticosterone, etc).
Precision
Intra-assay
Serum samples were assayed 12 times in the same run. The coefficients of variation were ≤ 4.5%. Urine samples were assayed 25 times
in the same run. The coefficients of variation were ≤ 10.0%.
Inter-assay
Serum samples were assayed in duplicate in 6 different runs. The coefficients of variation were ≤ 9.8%. Urine samples were assayed in
duplicate in 10 different runs. The coefficients of variation were ≤ 13.2%.
Accuracy
Dilution test
High-concentration serum or urine samples were serially diluted with zero calibrator and assayed. The recovery percentages ranged from
89% to 111% for serum and from 91.8% to 118% for urine.
Recovery test
Low-concentration serum and urine samples were spiked with known quantities of aldosterone and assayed. The recovery percentages
ranged from 88% to 116% for serum and from 80.2% to 108% for urine.
Measurement range (from analytical sensitivity to the highest calibrator): 7.64 to approximately 1,600 pg/mL.

LIMITATIONS
Failure to follow these instructions for use (IFU) may significantly affect results.
Results should be interpreted in the light of the total clinical presentation of the patient, including clinical history, data from additional tests
and other appropriate information.
Do not use hemolyzed, lipemic or icteric samples. For more details, see Appendix, § Interference.
For assays employing antibodies, the possibility exists for interference by heterophile antibodies in the patient sample. Patients who have
been regularly exposed to animals or have received immunotherapy or diagnostic procedures utilizing immunoglobulins or immunoglobulin
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fragments may produce antibodies, e.g. HAMA, that interfere with immunoassays. Such interfering antibodies may cause erroneous results.
Carefully evaluate the results of patients suspected of having these antibodies [3,4].



APPENDIX
PERFORMANCE CHARACTERISTICS
ACTIVE is a trademark of BECKMAN COULTER Inc. and its subsidiaries.
Representative data are provided for illustration only. Performance obtained in individual laboratories may vary.
Summary and explanation of the test
Aldosterone (11β,21-Dihydroxy-3,20-dioxo-4-pregnen-18-al), produced in the adrenal cortex, is themost potent mineralocorticoid in humans.
As with other steroid hormones, aldosterone is synthesized from cholesterol through a series of enzyme-mediated steps [5]. Aldosterone
and cortisol differ only in that a hydroxyl modification occurs at the 18, rather than 17, position on the steroid molecule. The first and
rate-limiting step in steroidogenesis, conversion of cholesterol to pregnenolone, is stimulated by adrenocorticotropic hormone (ACTH) [5].
However, ACTH has only a minimal effect on aldosterone production.
Aldosterone secretion appears to be stimulated primarily through the renin-angiotensin system: decreased plasma volume and renal
perfusion (or decreased plasma sodium chloride concentration) leads to increased renin secretion and activation of angiotensin, with
angiotensin II then stimulating aldosterone synthesis. Increased plasma potassium concentrations are also a strong independent stimulus
for aldosterone production, although this effect is partially countered by potassium inhibition of renin release[6,7,8,9]. The major defined
action of aldosterone is stimulation of renal tubular sodium and chloride reabsorption, primarily at the level of the collecting ducts [6,7,8,9].
Other important renal actions include enhancement of urinary potassium and hydrogen (acid) excretion. Similar effects on transmembrane
sodium and hydrogen transport have been observed in other tissues, including lymphocytes, brain and arterial smooth muscle [10,11].
Plasma aldosterone levels normally vary with body position (upright>supine) and salt intake. Overall plasma aldosterone levels show a
circadian rhythm which is similar to but less marked than cortisol, with peak levels in the early morning [12]. Age-related levels tend to decline
from fetal through adult life [9,13]. Aldosterone concentrations in urine and saliva have also been characterized [9,14,15]. Abnormally high
plasma aldosterone concentrations can occur as either primary (e.g. adenomas, glucocorticoid-responsive hyperaldosteronism, idiopathic)
or secondary conditions. In primary hyperaldosteronism, renin levels are low, blood pressure is elevated and the potassium level is decreased
[8].
Secondary hyperaldosteronism occurs as a result of elevated renin secretion, and is observed in renovascular hypertension, renin-secreting
tumors, intravascular volume depletion (dehydration), hyponatremia, and in Bartter's syndrome [8,16]. High aldosterone and renin levels are
also observed in pseudohypoaldosteronism, a condition caused by end-organ unresponsiveness to aldosterone leading to clinical features
of aldosterone deficiency [17]. Abnormally low aldosterone secretion occurs in a number of conditions including salt-wasting forms of
congenital adrenal hyperplasia, isolated 18-hydroxylase (carboxymethyl oxidase type II) deficiency, renin deficiency (e.g. nephropathy),
and type 4 renal tubular acidosis [9,18,19].
Low aldosterone concentrations in the presence of clinical features of hyperaldosteronism can be observed in 11β-hydroxylase (P450c11)
deficiency, 11-hydroxysteroid dehydrogenase deficiency, and after ingestion of materials containing mineralocorticoid-like substances (e.g.
licorice, glycyrrhizic acid) [7,8,9]. This aldosterone radioimmunoassay uses a highly specific rabbit anti-aldosterone polyclonal antibody.
Cross-reactivity to closely related naturally occurring steroids is negligible.
Interference
Serum samples containing aldosterone concentrations (low and high) were spiked with multiple concentrations of the substances listed below
and assayed using ACTIVE® Aldosterone RIA. Values were calculated as described in CLSI EP07, 3rd ed. [20]. Interference was determined
by testing controls (no interfering substance added) and matched test samples (with interfering substance added). No interference (defined
as a shift in dose > 15 %) was found for addition of interferent up to concentration stated in the table below.

Interferent Test concentration
Biotin 1,806 ng/mL

Conjugated bilirubin 412.9 µg/mL
Hemoglobin 9,957 µg/mL
Triglycerides 15.29 mg/mL

Unconjugated bilirubin 451.5 µg/mL

In spite of hemoglobin, bilirubin (conjugated, unconjugated) and triglyceride interference data in the table, we advise to avoid using
hemolyzed, lipemic or icteric samples.
Sensitivity
The analytical sensitivity, or minimum detection limit, calculated by the interpolation of the mean minus two standard deviations of 12
replicates of the 0 pg/mL aldosterone calibrator, is 7.64 pg/mL.
Specificity
The cross-reactivity of the aldosterone antiserum has been measured against various compounds. The percent cross-reactivity is expressed
as the ratio of the aldosterone concentration to the concentration of the reacting compound at 50% binding of the zero calibrator.

COMPOUND %
CROSS- REACTIVITY

COMPOUND %
CROSS- REACTIVITY

Aldosterone 100 Deoxycorticosterone ND
Corticosterone 0.02 Dexamethasone ND

18-OHcorticosterone ND Prednisolone ND
Cortisol ND Pregnenolone ND
Cortisone ND 3α,5β-Tetrahydroaldosterone 0.69

ND = Non-detectable
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Precision
Intra-assay

Serum EDTA plasma Urine
Sample 1 2 3 1 2 3 1 2 3
N 12 12 12 25 25 25 25 25 25
Mean (pg/mL) 66.0 118.7 494.5 124.6 515.6 810.0 159.9 345.2 451.5
C.V. (%) 3.3 4.5 3.9 8.18 4.41 5.59 10.0 6.4 6.9

Inter assay

Serum EDTA plasma Urine
Sample 1 2 3 1 2 3 1 2 3
N 6 6 6 10 10 10 10 10 10
Mean (pg/mL) 59.0 112.8 526.8 53.38 256.8 809.5 97.19 274.5 452.7
C.V. (%) 9.0 9.8 5.9 12.24 8.59 8.46 13.2 9.1 6.6

Accuracy
Dilution test
Samples were diluted in the zero calibrator and assayed according to the assay procedure of the kit.

Measured ExpectedSerum Dilution factor
(pg/mL)

Ratio (%) Measured/
Expected

S1 - 511.3 - -
1:2 242.5 255.6 94.76
1:4 114.2 127.8 89.36
1:8 58.4 63.9 91.39

S2 - 333.2 - -
1:2 163.6 166.6 98.20
1:4 86.3 83.3 103.6
1:8 46.2 41.7 110.8

S3 - 611.8 - -
1:2 309.9 305.9 101.3
1:4 138.9 153.0 90.78
1:8 69.7 76.5 91.11

Measured ExpectedEDTA plasma Dilution factor
(pg/mL)

Ratio (%) Measured/
Expected

P1 - 994.4 - -
1:2 532.3 497.2 107.1
1:4 274.1 248.6 110.3
1:8 116.9 124.3 94.08
1:16 63.71 62.15 102.5
1:32 25.49 31.07 82.03

P2 - 1,140 - -
1:2 652.5 570.1 114.5
1:4 283.6 285.0 99.48
1:8 141.8 142.5 99.50
1:16 62.28 71.26 87.40
1:32 32.34 35.63 90.77

P3 - 1,246 - -
1:2 612.6 623.0 98.33
1:4 333.3 311.5 107.0
1:8 138.7 155.8 89.07
1:16 65.17 77.88 83.68
1:32 32.70 38.94 93.98

P4 - 872.2 - -
1:2 485.0 436.1 111.2
1:4 229.6 218.0 105.3
1:8 106.4 109.0 97.58
1:16 47.38 54.51 86.92
1:32 22.60 27.25 82.92

P5 - 757.1 - -
1:2 445.5 378.6 117.7
1:4 189.0 189.3 99.87
1:8 98.82 94.64 104.4
1:16 42.74 47.32 90.32
1:32 19.58 23.66 82.76
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Measured ExpectedUrine Dilution factor
(pg/mL)

Ratio (%) Measured/
Expected

U1 - 1,315 - -
1:2 650.6 657.6 98.92
1:4 311.6 328.8 94.75
1:8 167.1 164.4 101.6

U2 - 1,282 - -
1:2 613.0 641.2 95.59
1:4 294.4 320.6 91.84
1:8 153.1 160.3 95.50
1:16 80.10 80.15 99.94

U3 - 1,119 - -
1:2 542.2 559.6 96.89
1:4 277.2 279.8 99.06
1:8 159.9 139.9 114.3
1:16 82.39 69.95 117.8

U4 - 1,332 - -
1:2 652.5 665.8 98.00
1:4 346.3 332.9 104.0
1:8 171.2 166.4 102.8
1:16 86.61 83.22 104.1

U5 - 1,297 - -
1:2 677.8 648.3 104.5
1:4 325.5 324.2 100.4
1:8 189.4 162.1 116.8
1:16 89.50 81.04 110.4
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Recovery test
Samples were spiked with known quantities of aldosterone and assayed according to the assay procedure of the kit.

Endogen. conc. Added conc. Expected conc. Measured conc.Serum
(pg/mL)

Ratio (%) Measured/
Expected

S1 79.2 25 104.2 104.7 100.5
80 159.2 165.3 103.8
160 239.2 277.5 116.0

S2 168.2 25 193.2 181.5 93.94
80 248.2 223.3 89.97
100 328.2 344.3 104.9

S3 229.7 25 254.7 224.3 88.06
80 309.7 280.2 90.47
100 389.7 421.6 108.2

Endogen. conc. Added conc. Expected conc. Measured conc.EDTA plasma
(pg/mL)

Ratio (%) Measured/
Expected

P1 38.95 19.51 58.46 61.96 106.0
38.95 36.59 75.54 89.93 119.0
37.87 77.08 115.0 133.5 116.2

P2 62.76 32.00 94.76 105.7 111.5
60.11 64.37 124.5 146.0 117.2
59.43 136.4 195.8 208.4 106.4

P3 220.8 60.00 280.8 240.3 85.60
215.6 93.75 309.3 298.2 96.40
209.1 136.4 316.5 286.6 90.56

P4 189.5 65.74 255.2 237.7 93.13
184.3 104.7 289.0 261.1 90.35
180.1 136.4 316.5 286.6 90.56

P5 105.0 47.06 152.1 151.4 99.52
104.6 93.75 198.4 196.6 99.08
101.5 136.4 237.8 218.0 91.66

Endogen. conc. Added conc. Expected conc. Measured conc.Urine
(pg/mL)

Ratio (%) Measured/
Expected

U1 46.28 23.78 70.06 73.30 104.6
45.87 47.14 93.01 81.66 87.80
45.06 92.63 137.7 123.5 89.70

U2 62.57 23.78 86.35 73.47 85.08
61.46 70.09 131.6 120.1 91.31
59.87 136.6 196.4 166.3 84.67

U3 75.13 23.78 98.91 93.58 94.61
73.80 70.09 143.9 143.0 99.37
71.89 136.6 208.4 173.7 83.31

U4 75.63 23.78 99.42 107.7 108.4
73.64 92.63 166.3 170.6 102.6
71.15 179.0 250.1 211.2 84.45

U5 103.8 47.14 151.0 142.7 94.54
100.3 136.6 236.8 189.9 80.19
96.12 240.0 336.1 286.6 85.27
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Method Comparison
The DSL8600 ACTIVE® Aldosterone RIA (Method A) was compared to a commercially available RIA kit (Method B). The DSL8600 was
proven to be substantially equivalent to Method B. The results are as follows:
Comparison
The DSL8600 sample range = 33-489 pg/mL
n = 72
Method A Mean = 121 pg/mL
Method B Mean = 134 pg/mL
Y-intercept = 10 pg/mL
Slope = 0.82
Correlation coefficient = 0.94
125I Characteristics
T1/2 (125I) = 1443 h = 60.14 d

125I E (MeV) %
γ 7.645
X 0.027 114

7.642 25
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